[Operative automated monitor of hemodynamics using a tetrapolar rheogram].
An automatic microprocessor complex is used for measurements, automatic calculations and registration on the screen of the TV monitor; along with the 24 hemodynamic ADPD parameters at the tetrapolar rheograms, ECG and arterial pressure. The complex is based on BIS K180IBMI.